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THE QUICK DETERMINATION OF INCOMBUSTIBLE MATTER IN 
COAL AND ROCK-DUST MIXTURES IN MINES, 


By A. C. Freupner, W. A. Servic, and F. D. Oscoop, 


INTRODUCTION. 


In connection with the extension to various commercial mines of 
the bureau’s experiments? on the use of rock dust for the prevention 
of dust explosions in coal mines it was desirable to use a rapid 
method for determining in mines the percentage of incombustible 
matter in the dust collected from roadways. For this purpose the 
Taffanel® yolumeter was modified and combined with a compact, 
portable outfit which could be easily transported to the mines, With 
this apparatus determinations could be made at the surface, or at 
convenient stations in the mine, to ascertain whether the desired 
proportion of rock dust had been added to the coal dust. A detailed 
description of the outfit, the method of calibration and operation, 
and the results obtained in its use are given in this paper, in order 
that mine operators may avail themselves of a simple method of 
determining the proportion of protective noncombustible material in 
the road and rib dusts of their mines. 


NATURE OF INCOMBUSTIBLE MATTER IN COAL DUST AND 
ROCK DUST. 


The constituents of the dusts in coal mines may be classified as 
combustible and incombustible, as follows: (a) The combustible 
matter of the organic coal substance comprising various combina- 
tions of the elements carbon, hydrogen, oxygen, nitrogen, and a part 
of the sulphur; usually the greater part of the sulphur is to be 
considered as combustible, being present in the form of organic 
sulphur, and iron pyrite (FeS,) which burns to ferric oxide (Fe,O,) 
and sulphur dioxide (SO,); (2) incombustible matter consisting 
of clay, shale, slate, and other silicates; silica in the form of sand 
and quartz grains; calcium sulphate in the form of gypsum, and 
calcium carbonate in the form of calcite; and (¢c) water or moisture. 


* Rice, G. S., and Jones, L. M., Methods of preventing and limiting explosions in coal 
mines: Tech. Paper 84, Bureau of Mines, 1915, pp. 16-21. 

*Taffanel, J., Expériences relatives au classement des gisements de poussi@res: Station 
D’Essais Liévin, 1912, p. 8. 


5 


Google 


6 INCOMBUSTIBLE MATTER IN COAL AND ROCK-DUST MIXTURES. 


METHOD OF DETERMINING INCOMBUSTIBLE MATTER. 


In. the usual methods of chemical analysis the incombustible is 
taken as the sum of moisture and ash in the material analyzed. 
The percentage of combustible is then computed by subtracting the 
sum of the percentages of moisture and of ash from 100. The ash 
is determined by igniting a weighed amount of the sample placed 
in a porcelain crucible. The crucible is brought to a red heat in a 
mufile or over a burner, and heating is continued until no further 
loss in weight is sustained. The moisture is determined by drying a 
weighed amount of sample in an oven at a temperature slightly 
above the boiling point of water (105° C., or 221° F.). 

Strictly speaking, the percentage of incombustible in a coal-dust 
mixture is usually somewhat greater than that indicated by adding 
the percentages of ash and moisture. This discrepancy is due to the 
fact that certain incombustible constituents, such as combined water 
in the clay and shale, and carbon dioxide in carbonates, are expelled 
while the material is being ashed; that is, the ash weighs less than 
the incombustible constituents that it is taken to represent. Fortu- 
nately this error is on the side of safety as regards mine dusts, as it 
makes the percentage of combustible matter appear slightly larger 
than it really is. For example, the shale used in the rock-dusting 
experiments at the bureau’s experimental mine at Bruceton, Pa., 
analyzed as follows: 


Analygis of shale used in rock-dusting experiments, 


Constituent. Per cent. 
Moisttr@sas.se620624..25s2h 5520 sas cei eAgsacschncscssee 1. 62 
ASH +3. > ceo ch ests ecene peters ees oo ors eee ee Ss 92. 10 
Combined water __-------.--_---------------------------. 5.19 

Total incombustible matter__----------_-------------- 98. 91 
Organie carbon __~_~--_---- SP ES SSI Ea my ME EE it INIT 0. 60 
Organic: lydropgen:. 32.22 es ee et 06 
Organic: nitropen=-.s-a3. 55 ec-s csc esse cence ces cecscenue 01 
Sul phe -.--2-- ce Se as eso den ge ee eee es - 06 

Total: combustible matter .-..2+-=5-+-.~2--22s4 ewe 73 


If the total combustible matter in this shale was taken as 100— 
(moisture-+-ash), or 6.28 per cent, the error in calculation was 5.55 
per cent. 

Where incombustible is largely shale or clayey material, a correc- 
tion factor of 1.05 may be applied to the ash to include the com- 
bined water, as analysis of a number of shales that were considered 
for rock dusting showed a combined water content of 4 to 6 per cent. 

In the analysis of dust mixtures of limestone and coal dust the 
loss of volatile incombustible matter in the form of carbon dioxide 
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is so great that the sum of moisture and ash is considerably less than 
the true incombustible content of the mixture. The method for such 
mixtures is therefore modified in that the ash is determined by ignit- 
ing the sample to constant weight at a temperature of 900° C., so 
that all the carbon dioxide of the limestone is removed. The total 
percentage of carbon dioxide is then determined in a separate sample, 
and this result is added to the percentages of ash and moisture. 
Expressed in formulas, the percentage of combustible matter is cal- 
culated as follows: 


In mixtures of coal and shale— 
Combustible = 100 — (moisture + 1.05 ash). 
In mixtures of coal and limestone— 
Combustible = 100 — (ash at 900° C. + CO. + moisture). 


For determining very small percentages of combustible matter in 
rocks suitable for use in rock dusting mines, special methods must 
be used. These will be described in another report to be issued by 
the Bureau of Mines. 


THEORY OF VOLUMETER METHOD. 


The volumeter is simply a specific gravity flask with a graduated 
stem so proportioned that the volume of a definite quantity of dust 
suspended in exactly 50 c. c. of alcohol can be measured by reading 
the meniscus of the alcohol on the graduated stem and referring to a 
calibration table. After the specific volume has thus been determined, 
or the specific gravity of the mixed dust, it is possible to calculate 
to within approximately 5 per cent the percentage of rock dust or 
ash in the mixture. This relation is due to the decided difference 
in the densities of coal and rock dust. The real specific gravity of 
clean coal seldom varies beyond the limits of 1.25 and 1.35. The 
specific gravities of the various rocks and ash-forming impurities 
that are found in coal mines are given in Table 1 following: 


TABLE 1.—Spccifie gravities of various rocks and clays found in coal mines or 


used in rock dusting mines, 
Average specific 


Rock or clay. gravity? 
ClG ye ceo a ee seat b seer ae ssh cl eo Bed 1.9 
1370) | LN Ee ee ae SECS EE San SUC Me Se fo eae, See ee ans 2.0 
ShaG 2222065466 025sc06555b56555,5520 2525265562 wl es Salsas, Zs 
Slate. oj. fenmese sooo i acess ire Saencateteacestsss 2.8 
LIMeRCONOS5 1 c3 8 Ss oe heen ee ee work ee oe 2.7 
Sandstone: 22 22222s22545222ss5--i2ee-2t ssdlsssdanteseteee es 2.4 
Quart. ees esses 22 beans etesncksaekee nuts seases eee 2.7 
Meluspat tos .ceose~ 22S on Re ee AP SO ont Ee Rees 2.7 
Calelte).o- 2 =. 355 oe re oe ee en en Soke 2.7 
GY PRUNIS 2242 S55 seas at as sate ha sesc se bel ksee st tanessaeecees 2.3 
Mi@a sooo isc kee on she Sse Sess sueneceskeses 2.9 
PY TEES nk a a a rere eh ee SS eas 5.0 


joe J. C., Civil engineer's pocketbook, 1909, 19th ed., pp. 214-215; approximate 
values. 
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It will be noted that, with the exception of pyrite and some of the 
clays, the materials are practically twice as heavy as coal dust, and 
furthermore the numerical values are of the same order. Hence 
the ash or rock-dust content of any mixture of these rocks with coal 
dust should be a linear function of the specific volume or specific 
gravity of the mixture. 


RESULTS OBTAINED WITH TAFFANEL VOLUMETER. 


The original Taffanel volumeter that was used in these tests con- 
sisted of a glass flask of about 50 c. c. volume having a. 7 mm. meas- 
uring tube fitted to the mouth of the flask with a ground joint. The 
major part of this tube was graduated into 100 equal parts. The 
total volume of the flask with the tube inserted was 62 c. c. to the 
zero mark at the top of the graduated part. The volume to the 100 
mark near the bottom of the tube was 57 ¢. c. 

The method of operation recommended by Taffanel¢ is as follows: 
The measuring tube is removed and 15 grams of dust is introduced 
into the flask through a small metal funnel; the funnel is then re- 
moved and 25 ¢. c. of ordinary alcohol is allowed to flow onto the 
coal from a pipette; the measuring tube is then restored to its place 
and the flask is gently shaken until the dust is thoroughly impreg- 
nated with the alcohol and the air bubbles have escaped. Another 
25 g c. of alcohol is then allowed to flow from the pipette into 
the flask through the measuring tube. The level of the liquid is 
read on the measuring tube, and by reference to calibration curves 
or tables the percentage of ash or of rock dust in the mixture is 
obtained. After the reading has been made, the contents of the 
volumeter are discharged on a filter, whereby most of the alcohol is 
recovered for further use. 

In this manner tests were made with three classes of materials as 
follows: Series 1 tests, synthetic mixtures (compounded mixtures, 
the constituents being weighed and mixed) of coal No. 18457 (7.18 per 
cent ash) and shale No. 18623 (84.55 per cent ash); series 2 tests, 
synthetic mixtures of coal No, 18446 (9.48 per cent ash) and lime- 
stone No. 18412; series 3 tests, road dusts from various mines. The 
results obtained are given in Tables 2, 3, and 4 following and in 
the curves of figures 1, 2, and 3, in which the volumeter readings are 
plotted as abscissas and the percentages of shale, limestone, and ash 
are plotted as ordinates. 


*Taffanel, J., Expériences relatives au classement des gisements de poussiéres: Station 
D'Essais Liévin, 1912, pp. 8-9. 
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TaBLe 2.—Results obtained with Taffanel volumeter in determinations of per- 
centage of ash and dry shale in synthetic mirtures of coal and shale dusts, 
series 1 tests. 


Mixture. Percentage of Volumeter reading. 
Calculated | ash in mix- 
rasa] esac 
shale lated from 
Shale.> mixture. | ash in coal pis hme “oe 


and shale. 


oSSSSSSeese 
ERSSSSBBS0 

NWO DWWABUSS 
SSZSSLSERSNEn 
CRK Sacre. 00 


@ Air-dried coal No. 18457, containing 1.3 per cent moisture and 7.2 per cent ash, 
6 Air-dried shale No. 18623, containing 1.3 per cent moisture and 84.6 per cent ash. 


TaBLe 3.—Results obtained with Taffanel volumeter in determinations of per- 
centage of limestone in synthetic mixtures of coal and limestone dusts, series 
2 tests. 


Vv . 
Calculated olumeter reading. 


Rercentage of 
ry limestone 


Lime- in mixture. 


: 5 15-gram 23-gram 
stone. 


, Sample. sample. 


SS2SSSSBS55 
NN MADDoDooSS 


@ Air-dried coal No. 18446, containing 1.2 per cent moisture and 9.5 per cent ash. 
> Air-dried limestone No. 18412, containing 0.3 per cent moisture and 99 per cent (ash+COs) 


TaBLe 4.—Results obtained with Taffanel volumeter in determinations of per- 
centage of ash in miacellaneous samples of air-dried road dusts from mines, 
series 3 tests. 


(Fifteen-gram samples used.] 


Per ct. 

15483 | Owl Creek, Hot Springs County, Wyo....... 5.6 60.5 22.0/ 20.0 +2.0 
15484 |..... Oe s3e scdavccsscdeetecans taescmedddandaes 6.2 53.3 16.0 8.7 +7.0 
15485 |..... GOzG 3S cc hivcan iuctissethsecasa coaioss ares 5.4 69.3 29.0 25.0 +4.0 
17086 | Pittsburgh bed, Washington County, Pa.... 1.1 56.5 18.0 19.9 —2.0 

17087 | Pittsburgh bed, Cincinnati mine, Washing- 
ton County, Pa 1.2 56.0 18.0 17.4 +1.0 
17132 ..do 2.1 70.0 29.0 25.3 +4.0 
17133 --do 2.1 65.8 26.0 23.2 +3.0 
17134 do 2.5 62.5 | 24.0 21.9 +2.0 
eae ai do. . ae 2.3 77.0 35.0 32.8 +2.0 

@ Average error of volumeter, +3 per cent; maximum error, +8 per cent, 


26754°—18——2 
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TaBLe 4.—Results obtained with Taffancl volumeter, etc.—Continued. 


Mois- | Mois- ash. 
ture in| ture in 
sample] air- read- 


Source of sample. 
‘as re-| dried 


By |Bycal-| m0 
ved."|sample.| 198- | volu- | cina- 
meter. | tion. 
Per ct. | Per ct 
cei mine, No. 7 bed, Noble County, Ohio. . 44, 
na 80a s sks Sat satea cases Webeesnrtagacsties seks 44, 
Coalburgh bed, Kanawha County, W. Va. ES, 
Jackson County, OniGn. oeiscsisttecsesuce Soy 


VIELE E EPP be etet 


PADS ONHSSNNON SOND BWONHS SNENSRENSYONNNSNE NAN 


BSSASSRESRASRSSH! 
eooococooecsosoooseso coocoeso eocoOoe@amNcOooCCOooCoSSeoSeSoSoS 


S99935000030009009 0909900 S9000N0999090005595950 


CSCUUIHDWT ABVONWAKVWNNNS VK WITH ww DH BS? 
az2xronoo BURR ONO Der we nort 
BEE SISSSS SESSASRKSNSASBARRSSSER 


Beeps wowssweeSeSnn Sosvae PHOM ROE NNNENENENanse 
Perper S Sue oon PN Peeper eee ge 

~ - a ow ~ ro ww 
BS2ZGBRSZSRSOSSESES ENShon ESSRSESSSANSRNASRASSASA 
BWA LOKVWONWOWBUAWADW KOneea CAWNOK ANI AOCNNONOCOCOCBVs 


oO 49. 
Shelby County, Ala... 14. 
Helena bed, Acton 
County, Colo.....-.- 8. 
Allen bed, Vulcan mine 10. + 
Jagger bed, Tuscaloosa Count 10. - 
Mine No. 6, Lincoln, Wy 1 5A. 
International mine, Car a + 
TN UREER PT SES OPER UES TOT TT eon Tes Or 1 } + 
Pittsburgh bed, Knob mine, Washington 
County) Pan. si scceceedte nedis tones sameee 8 3 40. + 
Western No, 18 mine, Crawford County, Ky.. 7 5 39. + 
Hamilton No. 8 mine, Crawford County, Ky.| 10.6 4 24. + 
Williams County, N. Dak 18.4 10.7 51. 57. + 
do 30.5 10.8 54 59. + 
6 2 67 66. 
3 4 43. 8. - 
0 5 92.3 48 + 
7 5 65.5 65 
9 6 96.3 81 
7 7 76.3 71 + 
9 5 | 100.5 83 - 
9 6 99.3 3 
9 4 56.0 60. + 
7 3 54.3 59 — 
7 7 89.5 45.0 | = 
0 7 90.0 46. + 


o 20-gram sample used. © Evolution of gas obscured volumeter reading. 
DISCUSSION OF TABULATED RESULTS, 


As would be expected, the indications of the volumeter are closely 
accurate for the mixtures of coal and shale dust and of coal and lime- 
stone dust; in no determination did the volumeter error exceed 1 per 
cent. In the series 3 tests, which included the wide range of miscel- 
laneous road dusts represented in Table 4, larger errors were found, 
the maximum error being 8 per cent and the average somewhat less 
than 5 per cent. These results obtained with American coals agree 
with results obtained by Taffanel,* who states that in testing a large 


*Taffanel, J., Expériences relatives au classement des gisements de poussiéres: Station 
D'Essais Liévin, 1912, pp. 8-10. 
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number of road dusts from various mines in France the average 
probable error was less than 5 per cent and the maximum error was 
less than 10 per cent. These larger variations in the tests with 
miscellaneous road dusts are due to the differences in the specific 
gravities of the rock materials in the different mines. For this 
reason it is advisable to calibrate the instrument directly with the 
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WEIGHT IN MIXTURE, PER CENT 


& 


pe Petits ape Pe Te eT ISI AN Tas 


SERRE Reese 


seessss 
Ben 
HH 
Bane 
: 80 100 
VOLUMETER READING 
Ficure 1.—Curves showing relation between readings of Taffanel volumeter and per- 


centages of ash and dry shale in synthetic mixtures of Pittsburgh coal and shale dust; 
series 1 tests. 


0 oh 


8 
8 
3 


particular coal and rock dust that is encountered in the mine in 
which it is used. With such a special calibration the volumeter 
should give results accurate to about 2 per cent with air-dried dusts. 


BUREAU OF MINES MODIFICATION OF TAFFANEL VOLUMETER. 


In using the Taffanel volumeter it was found that the graduated 
measuring tube was too small to cover completely the ordinary range 
of densities encountered in road dusts and in rock-dust mixtures. 
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In the series 1 tests, with mixtures of shale and coal dust, and with 
15-gram samples, the level of the liquid did not reach the graduated 
part of the tube with mixtures containing more than 60 per cent 
shale. It was necessary to use 20-gram samples to obtain scale read- 
ings with the mixtures containing the higher proportions of rock 
dust. The same difficulty was experienced with mixtures of lime- 
stone and coal and with the miscellaneous road dusts, so that two 


s 


=} 


DRY LIMESTONE IN MIXTURE, PER CENT 
3 


8 


8 
s 
g 
8 
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VOLUMETER READING 


Fiecre 2.—Curves showing relation between readings of Taffanel volumeter and _ per- 
centages of dry limestone in synthetic mixtures of Pittsburgh coal and limestone dust ; 
series 2 tests. 


calibration curves were necessary—one for low-ash mixtures, a 15- 
gram sample being used, and another for high-ash mixtures, a 
20-gram or 23-gram sample being used. In order to avoid this source 
of trouble the dimensions of the volumeter were modified by increas- 
ing the capacity of the graduated part of the measuring tube from 5 
ce. c. to 10 ¢, ¢., the increased capacity being obtained by enlarging the 
diameter from 7 mm. to 8.6 mm., and lengthening the tube approxi- 
mately 20 per cent. Detailed dimensions of the new volumeter and 
of the pipette, and the brass funnel used with it, are given in figure 4. 


» Google 
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The volumeter has a capacity of 570.1 c. c. to the lowest gradua- 
tion (100) on the measuring tube. The graduated part of the meas- 
uring tube has a total volume of 10+0.05 ¢c. ce. and is graduated into 
100 divisions. As the zero mark is at the top the volumeter reading 
increases in direct ratio to the proportion of rock dust or incom- 
bustible in the sample. A 20-gram sample will give a scale reading 
with this apparatus for all mixtures ranging from 100 per cent coal 
to 100 per cent rock dust. If the pipettes and volumeters are made 


a 


60 
VOLUMETER READING 


Ficaurp 3.—Curves showing relation between readings of Taffanel volumeter and per- 
centages of ash in miscellaneous road and rib dusts from various mines; series 3 
tests. 


to conform with the specifications indicated in figure 4, the same 
calibration curve may be used for each outfit. Six outfits made for 
the Bureau of Mines were found on standardization to give identical 
results, thus doing away with the necessity of making a new cali- 
bration curve when a volumeter or a pipette was broken. 


CALIBRATION OF VOLUMETER. 


As previously stated, the volumeter is simply an apparatus for 
determining the volume occupied by a given quantity (20 grams) of 
dust; this volume is inversely proportional to the density, which is 
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a linear function of the ash or incombustible content of the mixture. 
Therefore, if the volumeter readings and the values for the ash or 
incombustible contents of a series of various mixtures of a given coal 


Pipette delivers 25 c. c. at 20°C. 


] 


Internal diameter, 86mm. 


———- — 12 am, es es 
— -— Capacity, 1020.05 ¢. ¢. -——-: ——- - —-: 


+—— - Capacity, 57t0.1¢. ¢. 


Fic, 4.—Details of Bureau of Mines volumeter. 


and rock dust are plotted as abscissas and ordinates, respectively, the 
points will fall on a straight line, as previously shown in figures 1 
and 2. This line is a calibration curve for all possible mixtures of 
ihe given coal and rock or for any other coal and rock having the 
same specific gravity, and the same moisture content. In fact, it is 
not necessary to prepare mixtures of the two constituents. As two 
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points are sufficient to establish a straight-line curve, it is necessary 
merely to make two volumeter determinations, one with 20 grams of 
the pure coal dust and another with 20 grams of the pure rock dust. 
A straight line connecting the two points must pass through all 
points representing mixtures of the two constituents (assuming the 
same moisture content in all mixtures), as is shown by the equation 
of the curve, which is derived in the following manner: 


Derivation of equation of curve showing relation between volumeter reading and 
percentage of rock dust in mixtures of coal dust and rock dust. 


Let 
z=volumeter reading of 20 grams of mixture. 
c=volumeter reading of 20 grams of coal dust. 
r=volumeter reading of 20 grams of rock dust. 
y=percentage of rock dust in the mixture. 

Then 

100—y=percentage of coal dust in the mixture. 
67 c. c.=volume of volumeter to 0 mark. 
1/10 ¢.c.=volume of 1 degree volumeter reading. 

50 c. c.=volume of alcohol added. 

67—50—«/19=20—* 

10 
Also : 
170—e and 170—r 

200 . 200 


=volume of 20-gram sample of mixture. 


=specific volumes of coal and rock dusts. 


And 


Y=/5=srams of rock dust in the mixture. . 


100—y 


20—y/5= 5 =grams of coal dust in the mixture. 


Hence, multiplying the weight of each constituent in the mixture by its 
specific volume, an expression is obtained for the volume of the mixture, which 
gives the following equation: 

(170—r) _ (100—y) (170—c) 170—z 
ee eT Ea IO 


which simplifies as follows: 
_100 (c—r) 
c—r 
If y’'=percentage of dry rock dust in the mixture and m=percentage of 
moisture in the rock dust, then y—my/100=y’, or y=100y'/100—m. 
Substituting this value of y in equation /, 
pos? (100—m) 
c—r 


=percentage of rock dust in the mixture. (1) 


=percentage of dry rock dust in the mixture. (2) 


The equation for the percentage of ash or dry incombustible in 
the mixture is derived as follows: 

Let : 
a=percentage of ash or dry incombustible in the coal dust. 
b=percentage of ash or dry incombustible in the rock dust. 
d=percentage of ash or dry incombustible in the mixture. 
y=percentage of rock dust in the mixture. 

100—y=percentage of coal dust in the mixture. 
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Then, 
by/100+a (100—y)/100=d (3) 
and 


y (b—a) , _ 
—j09 te=4- 


But from equation 1, y=100 (c—@)/(c—r). 
Substituting in (3), 
(b—a) (c—ax)/(c—r)+a=d percentage of ash or dry incombustible 
in mixture, or 
d=(b—a) (c—#)/(c—r)+a=percentage of ash or dry incombustible 
in mixture. (4) 


EFFECT OF MOISTURE ON VOLUMETER RESULTS. 


Equations 2 and 4, representing percentages of dry rock dust and 
ash or dry incombustible in dust mixtures, are based on the assump- 
tion that the moisture content of each component of the various 
mixtures remains unchanged. Under practical conditions of rock 
dusting in mines the moisture will necessarily vary over a consider- 
able range, which must have some effect on the volumeter determina- 
tions. This effect comprises (1) contraction in volume of total liquid 
when alcohol and water are mixed, making a plus error in the volu- 
meter readings, and (2) replacement of a part of the coal dust of 
approximately 1.30 specific gravity by an equal weight of water of 
1.00 specific gravity, making a minus error in the volumeter reading. 
Fortunately, these two effects are compensating to a certain degree, 
making a comparatively small total effect on the final result, as shown 
by the following theoretical calculations: 


valculations covering contraction in volume when alcohol and water are mired. 


Ten per cent moisture in a 20-gram sample of dust corresponds to 2 c. ¢. of 
water. Assuming that 50 ¢. c. of 95 per cent alcohol (by volume) is used in 
the volumeter determination, the contraction is computed by reference to alco- 
hol tables as follows: 

95 per cent alcohol by volume=92.41 per cent by weight, and has a 
specific gravity of 0.81611. 

50 X0.81611=40,.8055 grams, weight of alcohol. 

40.8055 X 0.9241=87.7088 grams, absolute alcohol in 50 c. ¢. of 95 per 
eent alcohol. 

40.8055 +1.9981=42.8036 grams, weight of diluted alcohol. 

37.7088/42.8036 X 100=88.10 per cent alcohol by weight in diluted mix- 
ture=91.84 per cent by volume, and 0.82762 specific gravity. 

42.8036/0.82761=51.72 c. ¢., total volume of diluted alcohol. 

52—51.72=0.28 e¢. ¢., contraction on mixing 50 c. c. of 95 per cent al- 
cohol and 2 e. ec. of water. 


In a similar manner the contraction when 4 c. c. of water is added, 
representing the moisture in 20 grams of dust containing 20 per 
cent moisture, was calculated to be 0.52 ¢. ¢. 
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These values are for 95 per cent alcohol. If the same alcohol were 
used repeatedly with dusts containing 5 to 15 per cent moisture, it 
would become diluted with water from the dust and eventually would 
have its strength reduced. Hence, calculations were made for alco- 
hols of various degrees of dilution, with results as shown in Table 5 
following. 


Tasie 5.—Calculations showing contractions in volumes when 50 c. c. of alco- 
hols of various strengths are mized with water. 


Contraction | Contraction | Contraction 
Strength of alcohol, percent | due to 10 per) due to 20 per} due to 30 per 
by volume, cent mois- | cent mois- | cent mois- 
ture, ¢,c. ture, c. c. ture, c. c. 
0. 28 0.52 = 
46 Sane 
-21 40 0.57 
17 34 one 
+15 +29 uses 


The results show, for alcohols ranging from 95 to 80 per cent 
strength, diminutions of contraction values of 0.18 and 0.23 ¢. ¢. 
for dusts containing 10 and 20 per cent moisture. As 1 degree on 
the volumeter has a volume of 0.10 ¢. c. and corresponds to approxi- 
mately 1 per cent of incombustible in the mixture, the possible error 
caused by assuming a constant alcohol strength of 90 per cent would 
not exceed 1 per cent in samples containing 10 per cent moisture, or 
1.5 per cent in samples containing 20 per cent moisture. For deter- 
mining rock dusts in mines, errors of 1 or 2 per cent may be 
neglected, and the contraction values for 90 per cent alcohol may be 
used in correcting calibration curves for the effect of moisture, as 
follows: 

Contraction values for 90 per cent alcohol. 


Moisture 
content of 
mixture, 


The expansion in total volume of a 20-gram sample of dust by the 
introduction of a given percentage of additional moisture is readily 
calculated, as follows: 


Calculations covering expansion in volume due to replacing coal dust with 
awater, 


Let n=percentage of moisture in mixture. 
Then 20n/100=n/5 grams of moisture in sample, which has displaced an 
equal weight of coal, having a volume of 
n/5 
200/(170—<e)" 
26754°—18——3 
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This simplifies to n(170—c) /1,000, n/5—n (170—c) /1,000=n (30+c)/1,000 c. c., 
expansion in volume of 20 grams of dust mixture due to water replacing coal 
dust. 

As 1 degree volumeter reading is 1/10 c. c., the correction to be added to the 
reading will be [n(30+c¢)/1,000] 10, or n(30+c)/100. 

When the specific gravity of the pure coal dust can not be deter- 
mined directly with the volumeter, in order to get the value of c 
the gravity may be taken as 1.380 without causing an error of more 
than 0.5 per cent in the result. 

If 1.30 be assumed as the specific gravity of coal dust, the correc- 
tion for expansion in volume is calculated as follows: 

n/5 grams of coal dust is replaced by an equal weight of water. 

The volume of the water is n/5 ¢. ¢. 

The volume of the coal dust is (n/5)/1.30=n/6.50 ec. ¢ 

The increase of volume is n/5—n/6.50=0.30n/6.50=3n/65 c. c., and the cor- 
rection to be added to the volumeter reading is 10 (3n/65) or 6n/13. 

For 10 per cent moisture the correction is: 

(6/13) 10=4.6° volumeter reading. 

For 20 per cent moisture the correction is: 

(6/13) 20=9.2° volumeter reading, 

For 30 per cent moisture the correction is: 

(6/18) 30=13.8° volumeter reading. 

Combining the above plus corrections with the previously deter- 
mined minus corrections due to contraction of alcohol and water, the 
total corrections for the effect of moisture are as follows: 


Corrections to be made in volumeter reading to offset effect of moisture. 


Correction Correction 
Moisture content of mix- for mixing | for replacing 
ture, per cent. alcohol and coal with 


RESULTS OBTAINED WITH THE BUREAU OF MINES VOLU METER, 


The Bureau of Mines volumeter was used to make tests with three 
classes of materials of known ash content. In each test a 20-gram 
sample and 50 c. c. of alcohol were used. The materials tested were 
as follows: Series 1 tests, synthetic mixtures of Pittsburgh coal dust 
and shale; series 2 tests, synthetic mixtures of Pittsburgh coal dust 
and limestone; and series 3 tests, miscellaneous road dusts from 
various mines. The results obtained are given in Tables 6, 7, and 8, 
following, and are indicated in figures 5, 6, and 7, in which the 
volumeter readings are plotted as abscissas, and the percentages of 
dry rock dust, dry incombustible, and ash are plotted as ordinates. 
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TABLE 6.—Results obtained with Bureau of Mines volumeter in determinations 
of percentages of dry shale, dry incombustible, and ash in synthetic mictures 
of air-dried coal and shale dusts from experimental mine, scrics 1 tests. 


Mixture. 


Calculated percentage in mixture. 


Vohimeter 

. reading. Dry incom- 
Coal.a Shale. Dry shale. bustible. Ash. 
0.0 6.1 5.8 
9.9 14.9 14.5 
29.7 33.5 31.9 
49.5 51.8 49.3 
69.2 70.1 66.8 
98.9 97.5 92.9 


a Air-dried coal No, 24077, containing 1 per cent moisture and 5.8 per cent ash. 
6 Air-dried shale No. 24156, containing 1.1 per cent moisture and 92.9 per cent ash. 


TasBle 7.—Results obtained with the Bureau of Mines rolumeter in determina- 
tions of percentages of dry limestone and incombustible (ash+COs) in syn- 
thetic mirtures of air-dricd coal and limestone dusts from the experimental 
mine, series 2 tests. 


Calculated percentage 


Mixture. in mixture. 
Volumeter - a 
reading. 
Coal.a Lime- Dry lime- Dry inrom- 
: stone,d stone, bustible. 
Grams. Grams 
100 0 22.0 0.0 9.4 
90 10 29.8 10.0 18.4 
70 30 44.0 30.0 36.3 
50 60 59.5 50.0 54.4 
30 7 76.3 69.9 72.4 
0 100 98.3 99.9 99.4 


@ Air-dried coal No. 21449, containing 1.1 per cent moisture and 9.4 per cent ash. 
> Air-dried limestone No, 19096, containing 0.2 per cent moisture and 99.4 per cent (ash + COs). 


Tas_e 8.—Results obtained with Bureau of Mines volumeter in determining per- 
centages of ash in air-dried road dusts from various mines. 


Moisture in Koh’ 
dust— — 

Labor i Volu- Suey é 
story Description and source of sample. ptt ee vite 
No. - 

Asre-| Air ing. | Volu- | Incin- 
ceived. | dried. meter. jeration. 
Per Per Per Per Per 


22403 | Bituminous coal, Sewanee bed, Grundy | cent. | cent. cent. | cent. | cent. 
4 be 


Gountys Pann:s.- ccs. teh ycacccecccpeeacae 5 1.9 22.8 9.5 7.9 +1.6 
22437 | Road dust, Upper Kittanning bed, Cambria 

COUDLY, FAs wth tiowstan te nneteaseanecebes’ 4.5 1.3 29.5 16.5 15.9 + .6 
24867 | Road dust, No. 2 bed, Vigo County, Ind..... 9.7 4.3 30.3 17.3 17.7 —.4 
24719 | Road dust, Harlan bed, Harlan County, Ky.| 8.7 1.3] 34.0] 21.5] 19.4] +21 
24733) |..056 WO eas ic Fa Fei cies sa secesysesbrace pays osama 9.9 1.3 47.5 35.5 34.7 + .8 
24774 6.9 1.8 41.3 29.0 30.0 —-1.0 
24224 6.8 1.5 44.8 32.5 34.0 —1.5 
24219 d 10.4 1.7 64.3 43.0 45.7 —2.7 
22720 | Road dust, No. 6 bed, Montgomery County, 

De ceca tet eywade Goatees Kant vende saaes 6.3 4.7 56.0 44.5 43.8 + .7 
24869 | Road dust, No, 5 bed, Vigo County, Ind....} 14.0 6.9 64.0 53.0) 43.8] @+4+9.2 
24514 | Road dust, Mary Lee , Jefferson County, 

Bi Vien as uae paccaleuar sutons cease ae aaah Wades 8.9 aH 4 55.3 44.0 51.4 —7.4 
21497 | Road dust, Pittsburgh bed, Allegheny 

County, Pa 8.1 2.9 66.5 56.0 55.1 + .9 


a This dust contained considerable pyrite. 
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The percentages of dry incombustible in the shale and in the miscel- 
laneous road dusts are calculated by multiplying the percentage of 
ash, obtained by incineration, by the factor 1.05, an average correc- 
tion for combined water in hydrous silicates; the percentage of dry 
incombustible in limestone is the sum of the percentage of ash, ob- 


f-— 
| | | 
fo 

HH 


WEIGHT IN MIXTURE, PER CENT 


0 20 40 60 80 100 
VOLUMETER READING 


Figure 5.—Curves showing relation between readings of Bureau of Mines volumeter and 
percentages of dry shale, dry incombustible, and ash in air-dried mixtures of Pittsburgh 
coal and shale dust from experimental mine, series 1 tests. 


tained by incineration at 900° C., and the percentage of carbon di- 
oxide, obtained by evolution with acid. 

Figures 5 and 6 indicate that all the points fall on a straight line, 
again showing that in various mixtures of a given coal dust and a 
given rock dust, of approximately constant moisture content, the 
volumeter is capable of results accurate to 1 per cent. The accuracy 
is, of course, less when the instrument is used with miscellaneous coal 
dusts and rock dusts from various mines, as is shown in Table 8 and 
in figure 7. In the determinations there represented the maximum de- 
viation of the volumeter result from the true ash was 9.2 per cent, 
although 10 out of 12 results were within 3 per cent. 
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Table 9 following contains a comparison of the volumeter readings 
in terms of percentage of incombustible as read from the calibration 
curves of figures 5, 6, and 7, representing mixtures of shale and coal, 
of limestone and coal, and of miscellaneous road dusts. It will be 
noted that the values are closely similar, the greatest difference being 
3.5 per cent in the values for limestone samples and those for miscel- 
laneous road-dust samples, 


TaBLE 9.—Results obtained with Bureau of Mines volumeter in determinations 
of bee of dry incombustible (ash+CO:) in samples of air-dried road 
and rib dusts taken in Gallatin mine after rock dusting with limestone. 


(Volumeter readings referreti to coal and limestone curve in fig. 6, p. 22.] 


Moisture in sam- Proportion of ash 


1 Oz by— 
Labor- ries Volu- +003 by Diff 
atory Description of sample. ———— ee) te aR 
No Asre- | Air | Pding-} votu- | Anal- 
ceived. | dried. meter. | ysis.¢ 
| | | 
Per cent. | Per cent. Per cent. | Per cent. | Per cent. 
24662 | Road dust......................- 3.3 1.3 35.5 25.0 25. 2 —0.2 
lo.. ty ots 11.6 1.5 36.5 26.0 27.1 —1.1 
oa 9.6 2.8 39.5 29.5 29.2 | + .3 
8.7 3.3 43.0 33.5 33.1 + .4 
3.6 LL 42.5 33.0 35.1 -—2.1 
3.3 1.3 48.3 40.0 41.5 | —1.5 
4.8 11 63.5 46.0 47.1 —).1 
2.3 1.2 57.5 50.5 52. 6 —2.1 
2.5 1.1 67.8 63.0 63.4 | —.4 
2.8 .8 74.0 70.0 71.7 | —1.7 
-6 4 96.3 96.0 97.1 | —1.1 
1:1 4 95.5 96.5 96.8} —.3 
6.7 1.3 80.5 77.5 78.2 — .7 
7.8 1.3 59.3 53.0 62.9 | +_.1 
1.6 1.0 66.8 61.5 63.5 —2.0 


@ Ash determined by incineration at 900° C.; CO, determined by evolution with acid. 


The accuracy obtainable in the practical use of the volumeter in 
determining the percentage of dry incombustible in the road and rib 
dusts of a mine in which rock dusting is being practiced is indicated 
by the results presented in Table 9. During the past two years the 
Bureau of Mines has been carrying on rock-dusting experiments in 
the Gallatin mine of the Monongahela River Consolidated Coal & 
Coke Co. at Gallatin, Pa., limestone dust being used. At regular 
intervals samples of the road and rib dusts were taken by engineers 
of the bureau and sent to the bureau’s laboratory for analysis. After 
the samples had been air-dried, the ash content of each was de- 
termed by incineration at 900° C., and the carbon dioxide from the 
limestone was determined by evolution with acid. The dry incom- 
bustible was taken as the sum of the ash and the carbon dioxide. 
A number of the air-dried samples were also subjected to volumeter 
determinations and the percentage of dry incombustible was read 
from the calibration curve given in figure 6, this curve having been 
constructed from determinations on synthetic mixtures of Pittsburgh 
coal dust and limestone dust. Table 9 indicates that the largest error 
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in the volumeter result was only 2.1 per cent, which may be regarded 
as entirely negligible as regards the use of the volumeter for de- 
termining the composition of rock-dust mixtures in mines. 


EFFECT OF VARIABLE MOISTURE CONTENT. 


All of the calibration curves previously mentioned were plotted _ 
from results with air-dried samples. In the practical use of the 
volumeter the tests must generally be made on the sample in the 


WEIGHT IN MIXTURE, PER CENT 


Ficure 6.—Curves showing relation between readings of Bureau of Mines volumeter and 
percentages of dry limestone and dry incombustible in air-dried mixtures of Pittsburgh 
coal and limestone dust from the experimental mine, series 2 tests. 


condition as taken in the mine. As shown in Table 9, the samples 
taken in the Gallatin mine before being air-dried contained 0.6 to 
11.6 per cent total moisture. Corrections had to be made for the effect 
of this range of moisture variation on the accuracy of the volumeter 
results. It has been shown that theoretically the effect of 10 per cent 
added water can be corrected by adding 2.5 to the volumeter reading, 
and likewise the effect of 20 per cent added water is corrected by 
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adding 5.2 to the volumeter reading. In order to test the accuracy 
of the procedure mentioned, actual experiments were made in which 
various percentages of water were added to samples of coal, shale, 
limestone mixtures, and road dusts containing various percentages 
of combustible. The results are given in Table 10 following: 


TABLE 10.—Results of experiments to determine influence of moisture on 
volumetcr reading. 


[20-gram samples used.] 


Theo- 


retical oe 
votu- | Hem 60] petra | shown | bosch | Dit 
£ : s vif. 
Moist- eigh Sam- olu. volu- rect s lown ust 
Water| Descri meter volu- | by cor-| ble {ference 
added added.| °! sam Ption of sample. “od read- ae He meter | rected | shown | or 
4 ple. - ing ine for | Tead- | volu- | by an- | error, 
adied ing. | meter | alysis. 
moist- er 
ure.@ “ 
P. ct. |Grams.| Grams. Pichi. | Piet. 
10 2 18 | Air-dried coal.......... 16.5 2.5 19.0 7.5 5.5 +2.0 
10 2 18 | Air-dried shale... 3 5 88.8 2.5 91.3 88.5 87.8 + .7 
10 2 18 | Air-dried coal... fe 9 20.0 2.5 22.5 10.0 8.4 +1.6 
10 2 18 | Air-dried limeste -| 1906 88.0 2.5 90.5 89.5 89.9] — .4 
10 2 18 Air-dried road dust... .| 22403 20.0 2.5 22.5 9.5 7.1 +2.4 
10 2 pb ery (a ee eee 24867 2.5 2.5 28.0 15.5 15.9 —.4 
10 2 LE iwecs aoe: Sotey 24744 36.0 2.5 38.5 27.0 27.0 .0 
10 2 IB))53255 GOs sapetsstvossoes.- 24219 47.8 2.5 50.3 40.5 41.1 — .6 
10 2 18) \s 5055 DO swecatdcicseacsse 24662 30.3 2.5 32.8 22.0 22.7 -—.7 
10 2 ee do... - -|€24132 47.8 2.5 50.3 42.0 42.4 - 4 
10 2 18 }5.504 OOsn: csrtysdacscece e24759 66.0 2.5 68.5 63.5 64.5 —-1.0 
20 4 16 | Air-dried coal.......... 24077 12.8 5.2 18.0 6.0 4.9 +1.1 
20 4 16 | Air-dried shale. . eee ae 24156 76.0 5.2 81.2 77.0 78.0} —1.0 


@ See table on page 18. 
> Calibration curves of figures 5, 6, and 7 are used. 
¢ Containing limestone, Gallatin mine, 


The table shows that the calculated effect of 10 or 20 per cent 
moisture agrees with that determined by experiment to within about 
1 per cent for all mixtures containing more than 10 per cent incom- 
bustible. For pure coal dusts the calculated correction is seemingly 
too large by about 1.5. However, this difference is not important, as 
the volumeter method is not used for such materials. 

It may be assumed that the maximum change in volumeter seating 
that would be caused in the Gallatin-mine samples by using samples 
of coal as received in place of air-dried samples would be 2.5. This 
corresponds to a possible maximum error of 2.5 per cent of incom- 
bustible if the calibration curve for air-dried coal is used. Obviously 
this error may be reduced one-half by applying a plus correction of 
1.2 to the volumeter readings and using the curve for air-dried coal, 
or by drawing a curve to include this correction, which is to be used 
for all samples of material as received that contain 0 to 10 per cent 
moisture above that retained in the air-dried material. This calibra- 
tion curve would cover the range of moisture found in the Gallatin- 
mine samples, with a maximum error of 1.5 per cent combustible 
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due to moisture variation. This error combined with the maximum 
volumeter error of 2.0 per cent in the results shown in Table 9 
would make the total maximum error in the practical use of the 
volumeter for undried samples as taken in the mine approximately 
3.5 per cent. 

Tables 4 and 8 show that in 64 samples of road dusts from various 
mines, the total percentage of moisture in material as received ex- 
ceeded the percentage of moisture in the air-dried samples by 10 per 
cent in only one sample—a North Dakota lignite. Hence a similar 
mean calibration curve for miscellaneous road dusts may be con- 


WEIGHT IN MIXTURE, PER CENT 


40 
VOLUMETER READING 
Ficure 7.—Curves showing relation between readings of Bureau of Mines volumeter and 


percentages of dry incombustible and ash in air-dried road and coal dusts from various 
mines, series 3 tests. 


structed for samples containing 5 per cent water in addition to that 
contained in the air-dried samples by adding a correction of 1.2 to 
the volumeter reading used with the curve for air-dried samples. 
With this correction the volumeter results for miscellaneous undried 
road dusts will have an average probable error of less than 5 per 
cent, and a maximum error for occasional samples of approximately 
11 per cent. 

The corrected data for calibration curves for the Bureau of Mines 
volumeter when used with undried or “as-received” samples are 
given in Table 11 following. 
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TasLeE 11.—Data for calibration curves for Bureau of Mines volumeter for use 
with undricd or “as-received” mixctures of Pittsburgh coal dust and shale 
dust, Pittsburgh coal dust and limestone dust, and miscellaneous road dusts. 


Percentage of dry incombustible 


Percentage of dry rock 
in mixture. 


dust in mixture. 


Volumeter 
reading. 


Coal > Miscella- 
and lime- neous 
stone. road dusts.¢| 


Coala 
and shale. 


4.0 2.5 2.5 0.0 0.0 
10.0 8.5 8.0 3.5 0.0 
15.5 14.0 13.5 9.5 6.0 
21.0 20.0 19.0 16.0 12.5 
26.5 26.0 25.0 22.0 19.0 
32.5 31.5 30.5 28.0 25.0 
38.0 36.0 36.0 34.0 31.5 
43.5 43.5 41.5 40.0 38.0 
49.5 49.0 47.0 46.0 44.5 
55.0 55.0 52.5 52.5 51.0 
60.5 61.0 58.5 59.0 57.5 
66.0 67.0 64.0 65.0 64.5 
71.5 72.5 69.5 71.0 70.5 
77.0 78.5 75.0 77.0 77.0 
83.0 $4.5 81.0 83.5 83.5 
88.5 90.0 86.5 89.5 89.5 
94.5 96.5 92.0 95.5 96.5 

100.0 101.5 98.0 101.5 102.5 


a Dry incombustible=1.05 times ash. 
+ Dry incombustible=ash+CO;, 


DESCRIPTION OF PORTABLE OUTFIT. 


The complete portable outfit for use at a mine for collecting 
samples of road and rib dusts and determining the percentage of 
rock dust or dry incombustible is contained in the carrying case 
shown in Plate I. Its weight, including one quart of alcohol, is 
approximately 20 pounds. The wood-carrying case is made of 
poplar three-eighths of an inch thick, dovetailed at the corners, and 
brass bound. It is provided with a hinged cover, and a handle for 
carrying. The outside dimensions are 7 by 13 inches by 14 inches 
high, which furnish ample room for all the required apparatus, cans 
of alcohol, extra sample containers, etc. 

In the cover are felt-lined recesses in which are fitted the glass 
parts of the outfit, pipettes, volumeter tubes, and test tubes. The 
volumeter flasks are packed in felt-lined compartments contained 
in a tray 3 inches deep which fits into the upper part of the box. 
This tray also contains the balance, weights, scoop, brush, and other 
light articles. The heavier articles used in collecting the sample in 
the mine and the can of alcohol are packed in the space under the 
tray. On the top of the tray is fitted a thin board which prevents 
the articles in the tray from coming in contact with the glass parts 
in the cover during transportation, thus preventing breakage. This 
thin board also serves for a work table on which the balance is set 
up and the weighings are made (see Pl. I). 

The complete outfit is shown in Plate I, with the balance set up 
for use. The removable tray is shown to the left of the case, and 
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the 10-mesh scoop, brush, spring balance, and rubber cloth for col- 
lecting samples in the mine are shown on the right. The articles 
included in the outfit are enumerated in the list following: 


EQUIPMENT INCLUDED IN PORTABLE OUTFIT. 


e 
ARTICLES THAT ARE KEPT IN STOCK BY LABORATORY SUPPLY HOUSEs. 


One horn spoon, 5 inches long. 

One doublet magnifier; magnification 14 times. 

Two 34-inch by 4-inch test tubes. 

One weighing spatula with 4-inch tapering blade, and wood handle. 

One flexible steel spatula with wood handle and 6-inch blade. 

One hand balance with 6-inch polished-brass beam, steel knife edges, 23-inch 
horn pans, and silk cord, 

One aluminum weighing scoop and counterweight. 

One 20-gram brass weight. 

One flat camel's hair brush for cleaning scale pans; 4 Inch wide. 

One package of 18-centimeter filter paper of the quality ordinarily used in 
qualitative analysis. 


ARTICLES OBTAINED FroM OTHER SOURCES OR MADE TO ORDER. 


One wood carrying case, 7 by 13 by 14 inches, outside dimensions, to be 
made by carpenter or trunk maker. 

Two Bureau of Mines volumeters, two pipettes, and one brass funnel, made 
wccording to figure 4, by chemical-laboratory supply house. 

One piece of ¥s-inch iron wire, 15 inches long, bent to form balance support. 

One 34-inch tin funnel. Sold by hardware stores. 

One or two tin or galvanized-iron alcohol cans of 1-quart capacity. Sold by 
hardware stores or made by tinner. 

One 38-inch flat brush. Sold by hardware stores. 

One special galvanized-iron scoop fitted with 10-mesh sieve. Made by tinner. 

One spring balance, 50-pound capacity. Sold by hardware stores. 


‘METHOD OF MAKING VOLUMETER DETERMINATIONS. 


The outfit can be quickly prepared for making volumeter deter- 
minations by opening the cover and removing the tray and its cover 
board and the other articles in the bottom of the box. The wire 
balance support is then removed from the cover board of the tray, 
and this board is inverted and placed back in the top of the box to 
serve as a weighing table. The wire support is inserted in an opening 
in the rear of the box and the balance is suspended on the support. 
The outfit will now be in the position shown in Plate I. 

The aluminum scoop is placed on one side and the counterpoise on 
the other. A test swing of the balance should be made to indicate 
whether the pointer swings to the same distance on either side; 
if not, it should be adjusted to swing equally on both sides. The 
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20-gram weight should be placed on the same side as the counterpoise, 
and successive spoonfuls of the sample should be placed in the alumi- 
num scoop until the balance again swings an equal distance on each 
side of the center. 

The sample should all pass through a 10-mesh screen. Before it is 
weighed, it should be thoroughly mixed on the rubber cloth by suc- 
cessively lifting opposite corners of the cloth and rolling the sample 
in all directions. The large spatula may be used to aid this mixing 
process. After the mixing operation, the sample is spread in a smooth 
layer with the spatula, and the sample for weighing is then trans- 
ferred to the aluminum scoop on the balance pan by taking spoon- 
fuls of the material at various places so as to get a fair average of 
the entire sample. 

The volumeter flask, with the measuring tube removed, is placed 
in position in the clips provided on the board in front of the balance. 
The flask, especially the ground joint for the measuring tube, should 
be wiped perfectly clean and dry with a cloth before it is used. The 
flask funnel is inserted and the 20-gram sample of road dust is 
brushed into it from the aluminum weighing scoop. Care must be 
observed that none of the sample is spilled during this transfer. 
After any material adhering to the funnel has been brushed into the 
flask, the funnel is removed and 25 c. c. of alcohol from a pipette is 
allowed to run into the flask. The pipette is filled with alcohol by 
inserting the pointed end in the alcohol can and applying suction 
with the mouth at the other end until the level of the alcohol is well 
above the ring etched on the stem above the bulb. The operator then 
removes the pipette from his mouth and places his finger tip quickly 
over the opening before the alcohol level can flow below the etched 
ring. While holding his finger tightly over the pipette, the operator 
removes the pipette from the can and by suitable manipulation of his 
finger allows the alcohol to flow out slowly until the bottom of the 
meniscus, the convex downward boundary surface between the alco- 
hol and the air, just reaches the etched ring above the bulb. He then 
inserts the tip of the pipette in the flask and by removing his finger 
entirely from the top of the pipette allows the alcohol to flow into 
the flask. As soon as the free-running stream has stopped, the tip of 
the pipette is touched to the side of the flask, and the adhering drop 
of alcohol is blown out at once, and the pipette is removed before any 
more alcohol can drain down. In using the pipette care must be 
taken that it is filled to the mark and that no alcohol is lost while the 
pipette is being transferred from the can to the flask. 

The measuring tube is next inserted in the flask, and the volumeter 
is gently shaken to impregnate the sample thoroughly with the alco- 
hol and to allow the air bubbles to escape. As two volumeters are 
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usually included in each outfit, care must be observed to use the 
proper measuring tube. A number is etched on the neck of each 
flask, and the measuring tube used with a given flask must have the 
same number etched on it; otherwise the results will be erroneous. 

After the volumeter has been shaken, a second 25 c. c. volume of 
alcohol from the pipette is introduced in the apparatus at the top 
of the measuring tube. After the mixture has stood for 30 seconds, 
the reading of the bottom of the meniscus is taken on the measuring 
tube, and by reference to the calibration table or curve the percentage 
of incombustible or of rock dust in the sample is ascertained. 

The alcohol may be recovered and used repeatedly. It is recovered 
by placing a filter paper in the tin funnel and inserting the funnel in 
the alcohol can. The volumeter is placed over the funnel, the meas- 
uring tube is lifted out, the flask is inverted over the funnel, and the 
solution of alcohol and dust poured off. The solid matter in the 
alcohol is removed by the filter. The residue remaining in the flask 
is washed out with water. The flask and measuring tube are then 
wiped dry with a cloth. It is advisable to make determinations with 
the same sample until the operator is certain that his manipulations 
are correct. Duplicate determinations should not vary more than 
one or two divisions on the instrument. 


METHOD OF CALIBRATING VOLUMETER. 


The calibration curves for the Bureau of Mines form of volumeter 
are given in figures 8, 9, and 10. Figure 8 is the curve for “as- 
received” or undried mixtures of Pittsburgh coal and shale such as 
are being used in the rock-dusting experiments at the bureau’s ex- 
perimental mine. The average probable error in using this curve for 
mixtures containing not more than 10 per cent moisture in excess of 
that contained in the air-dried material is 2 per cent. The maximum 
error should not exceed 4 per cent. 

Figure 9 is a similar curve for “as-received” mixtures of Pitts- 
burgh coal and limestone as used in the rock-dusting tests at the 
experimental mine of the bureau and at several commercial mines in 
the Pittsburgh district. The probable errors are of the same magni- 
tude as in curve 8. 

Figure 10 is a mean curve for “as-received ” road and rib dusts as 
collected in a number of mines in the United States. The accuracy 
of the results read from this curve are necessarily less than those ob- 
tained from curves especially prepared for definite mixtures of the 
same coal and rock dust. The probable error may be taken as 5 per 
cent for most dusts, although occasional errors of 10 per cent may 
occur when the sample contains much pyrite or other impurities that 
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have a specific gravity considerably higher or lower than that of 
shale or limestone. 

A special calibration for a given mine where rock dusting is prac- 
ticed is made in the following manner: Representative samples of 
the pure rock dust and pure coal dust are prepared, and from these 
samples, mixtures of coal dust and rock dust in the proportions of 
25, 50, and 75 per cent of rock dust are made. Volumeter determina- 
tions are made on each of these mixtures and on the samples of pure 
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Ficure 8.—Calibration curve for undried or “as-received” mixtures of Pittsburgh coal 
and shale dusts used at the experimental mine of the Bureau of Mines. 


rock dust and pure coal dust. The volumeter readings are plotted 
on coordinate paper as abscissas and the percentages of rock dust in 
the mixture are plotted as ordinates. A straight line drawn through 
these points is a calibration curve giving the percentages of rock 
dust (as received) in the mixture. From the same volumeter read- 
ings, a curve representing dry rock dust in the mixture may be con- 
structed by determining the moisture in the sample of pure rock 
dust and calculating the percentages of dry rock dust in each of the 
synthetic mixtures. 
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Similarly, the percentage of dry incombustible in each of the cali- 
brating mixtures can be calculated and plotted as ordinates after 
the dry incombustible matter in the pure coal and in pure rock dust 
have been determined by the usual chemical methods. As these 
curves are straight lines, it is theoretically sufficient to establish only 
two points, such as would be obtained by making volumeter deter- 
minations of the pure coal dust and the pure rock dust. Practically, 
it is better to establish several points, as described above, in order to 
eliminate possible errors in the individual determinations. 
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Ficure 9.—Calibration curve for undried or “as-received ” mixtures of Pittsburgh coal 
dusts and limestone dusts used at the experimental mine of the Bureau of Mines. 


DETERMINATION OF SPECIFIC GRAVITY OF COAL AND ROCKS 
WITH VOLUMETER. 

As the volumeter is simply a modified specific-gravity flask, the 
approximate specific gravity of any coal or rock may be readily cal- 
culated from the volumeter reading by the following formula: 

; 2y0_=specific gravity 


in which 2=volumeter reading. 
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QUALITATIVE TEST FOR COKED DUST. 


In the investigation of mine explosions, it is frequently desired to 
determine whether globules or hollow bubbles of coke or fused ma- 
terial from the partial distillation of coal are present in the dust 
from the entries and rooms of a mine. Valuable information on the 
extent and direction of the inflammable wave can be obtained in this 
manner. A simple test for the presence of coke bubbles is to place 
0.2 or 0.3 gram of dust in a test tube containing alcohol, and shake 
the tube. When the tube has stood a few minutes the coal and rock 
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Ficure 10,—Calibration curve for undried or “as-received” road and rib dusts from 
various mines, 


particles sink to the bottom, while the coke bubbles remain floating 
on the surface of the alcohol. The floating material is removed, 
placed on a white surface, as a piece of filter paper, and examined 
with a magnifying glass. The coked material is recognized by its 
globular or fused character. Usually there will be seen smal] hollow 
bubbles or fragments of bubbles containing translucent yellow spots 
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at points where the shell of the bubble is very thin. The portable 
outfit shown in Plate I contains two test tubes and a pocket magni- 
fier for making this test in the field. 


SUMMARY. 


An investigation of the specific gravity method of determining 
the percentage of rock dust, ash, or dry incombustible in mixtures 
of coal and rock dust such as are found in the entries and rooms of 
mines showed that this method was rapid and sufficiently accurate 
for use in controlling the application of rock dust in mines. 

The graduated measuring tube of the original Taffanel volumeter 
was not long enough to accommodate the entire range of incom- 
bustible from zero to 100 per cent, thus necessitating a double cali- 
bration with two different weights of sample. Consequently, a new 
form of volumeter that had ample scale capacity for all percentages 
of incombustible was designed by chemists of the Bureau of Mines 
for use with a 20-gram sample. 

With synthetic mixtures of air-dried coal and shale, the greatest 
difference between the percentage incombustible by the volumeter 
and that by chemical analysis was 1 per cent. The same degree of 
accuracy was found with air-dried mixtures of coal and limestone. 

In a series of miscellaneous air-dried road dusts from various 
mines, the average error in the percentage of ash indicated by the 
volumeter was 3 per cent, and the largest error, 9.2 per cent. 

The addition of water to the air-dried samples required the fol- 
lowing corrections to the volumeter reading: 


Corrections to volumeter reading when acater is added to sample. 


10 per cent water added__-_--------_--_-______-_-------- +2.5 
20 per cent water added____-_-------____-_-__--------_-- +5. 2 
80 per cent water added____-------------------..--------- +8.1 


As practically all samples of road and rib dusts in mines (except 
lignite mines) contain less than 12 per cent of water, in addition to 
that contained as moisture in the air-dried sample, an average cor- 
rection of +1.2 may be applied to the volumeter reading of the cali- 
bration curves established from readings for air-dried samples. 
These corrected curves are to be used when undried samples are 
tested at the mine. 

The average probable error in using the volumeter on undried 
or “as-received” samples of mixtures of coal dust and shale dust, 
or of limestone dust, is 2 per cent, and the maximum error is 3.5 
per cent, the appropriate calibration curve being used for each 
material in the rock-dust mixture. 
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The average probable error in using the volumeter with undried 
or “as-received ” road dusts from various mines is 5 per cent, and 
the maximum error in some samples may reach 11 per cent. 
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